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Product Identification

Product :  Manual Wheelchair
Brand : Aktiv
Model/Type :  X2

Manufacturer: Name Aktiv Wheelchairs
Address Airton Park, Airton Road

Tallaght, Dublin 24

EU Representative: Name Murrays Medical Equipment Ltd
Address Airton Park, Airton Road

Tallaght, Dublin 24

Technical Constructed File

Prepared by :
Function:
Issue Date :
TCF Date :
Recertification Date : 

Name Lynne Murphy 
Research & Development 
10 - 05 - 2012
10 - 05 -2012
-

Certificate/Report No.:
Crash Test Report No. according to ISO 7176/19:

12/0395
S12086

Means of conformity

The product is in conformity with Directive 93 / 42 / EEG based on the use of a 
technical construction file in accordance with article 9 (Class I products) of the Directive

Signature of EU reprepsentative:

Place :  Dublin 

Date:  10 - 05 -2012 

Number : IE/CA01/R/GM/0978

CERTIFICATE
EN 12183    ISO 7176-15

EN 1041    ISO 7176




